
New Castle Pressure Data

2014

Date Station Lane # Manometer Analyzer

IWC 

Difference
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Deviation Comments

1/9/2014 N.C. 1 33.1 32.8 -0.30 -0.91% 33.5 33.4 -0.10 -0.30%

1/9/2014 N.C. 2 33.1 32.9 -0.20 -0.60% 32.7 32.6 -0.10 -0.31%

1/9/2014 N.C. 3 33.9 33.6 -0.30 -0.88% 33.8 33.6 -0.20 -0.59%

1/9/2014 N.C. 4 33 32.6 -0.40 -1.21% 33.1 33.3 0.20 0.60%

1/9/2014 N.C. Spare 33.9 33.9 0.00 0.00% 34 34 0.00 0.00%

1/9/2014 N.C. Recheck 0.00 0.00 Closed for weather 

2/25/2014 N.C. 1 33.2 33.2 0.00 0.00% 59 33.8 33.7 -0.10 -0.30%

2/25/2014 N.C. 2 33.6 33.4 -0.20 -0.60% 59 32.9 32.9 0.00 0.00%

2/25/2014 N.C. 3 33 32.6 -0.40 -1.21% 59 33 33 0.00 0.00%

2/25/2014 N.C. 4 32.6 32.4 -0.20 -0.61% 59 33.3 33.2 -0.10 -0.30%

2/25/2014 N.C. Spare 33.1 33.1 0.00 0.00% 59 32.8 32.6 -0.20 -0.61%

2/25/2014 N.C. Recheck 0.00 59 0.00 Closed for Weather  

3/12/2014 N.C. 1 33 32.7 -0.30 -0.91% 51 32.9 32.6 -0.30 -0.91%

3/12/2014 N.C. 2 33.4 33.1 -0.30 -0.90% 51 32.7 32.7 0.00 0.00%

3/12/2014 N.C. 3 33.2 33 -0.20 -0.60% 51 33.4 33.4 0.00 0.00%

3/12/2014 N.C. 4 33.2 33 -0.20 -0.60% 51 33.6 33.5 -0.10 -0.30%

3/12/2014 N.C. Spare 32.5 32.5 0.00 0.00% 51 32.4 32.6 0.20 0.62%

3/12/2014 N.C. Recheck 32.6 32.5 -0.10 -0.31% 51 32.1 32 0.00 -0.31%

4/8/2014 N.C. 1 32.8 32.5 -0.30 -0.91% 32.7 32.6 -0.31%

4/8/2014 N.C. 2 33.4 33.2 -0.20 -0.60% 34 34 0.00%

4/8/2014 N.C. 3 33.2 33 -0.20 -0.60% 33.1 33 -0.30%

4/8/2014 N.C. 4 33.2 33 -0.20 -0.60% 34.1 34 -0.29%

4/8/2014 N.C. Spare 32.6 32.6 0.00 0.00% 32.8 32.6 -0.61%

4/8/2014 N.C. Recheck 32.5 32.4 -0.10 -0.31% 32.4 32.6 0.62%

4/8/2014 N.C. Retest#4 33.1 33 -0.10 -0.30% 33 33 0.00% Adjusted by DMV

5/14/2014 N.C. 1 34 34 0.00 0.00% 60 33 33 0.00 0.00%

5/14/2014 N.C. 2 33.6 33.6 0.00 0.00% 60 32.9 32.9 0.00 0.00%

5/14/2014 N.C. 3 33.3 33.3 0.00 0.00% 60 33.6 33.6 0.00 0.00%

5/14/2014 N.C. 4 33.2 32.9 -0.30 -0.90% 60 33.2 33.1 -0.10 -0.30%

5/14/2014 N.C. Spare 32.7 33 0.30 0.92% 60 33.7 33.7 0.00 0.00%

5/14/2014 N.C. Recheck 33.7 33.7 0.00 0.00% 58 33.8 33.5 -0.30 -0.89%

6/5/2014 N.C. 1 33.7 33.7 0.00 0.00% 74 33.6 33.8 0.20 0.60%

6/5/2014 N.C. 2 33.2 33.2 0.00 0.00% 74 32.7 32.7 0.00 0.00%

6/5/2014 N.C. 3 33 33.2 0.20 0.61% 74 33 32.8 -0.20 -0.61%

6/5/2014 N.C. 4 33.3 33.2 -0.10 -0.30% 74 33.3 33 -0.30 -0.90%
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6/5/2014 N.C. Spare 32.2 32.2 0.00 0.00% 74 32.3 32 -0.30 -0.93%

6/5/2014 N.C. Recheck 33.1 32.9 -0.20 -0.60% 75 33.4 33.1 -0.30 -0.90%


